Background: Noroviruses are the most common cause of non-bacterial gastroenteritis. Improved detection methods have seen a large increase in the number of human NoV genotypes in the last ten years. The objective of this study was to develop a fast method to detect, quantify and genotype positive NoV samples from Irish hospitals.
Background
Noroviruses (NoV) are one of the most common causes of acute non-bacterial gastroenteritis in humans. Formerly known as "Norwalk virus", NoV was first recognised in October 1968 in an elementary school in Norwalk, Ohio [1] . It is highly contagious and can be transmitted as an aerosol, through direct contact or via the faecal oral route causing explosive outbreaks in environments where people are in close contact such as hospitals, retirement homes, cruise ships, army bases, hotels and holiday resorts [2] [3] [4] [5] . Symptoms consist of severe vomiting and diarrhoea which can last for 24-72 hours. NoV is a nonenveloped virus with a capsid of 27-35 nm in diameter and is a member of the Calicivirus family. The virion consists of a single positive strand RNA genome of approximately 7.6 kb and encodes three open reading frames. ORF1 encodes the nonstructural proteins, ORF2 encodes the major capsid protein VP1 and ORF3 encodes a minor structural protein VP2.
The emergence of NoV as the most prominent cause of gastroenteritis over the last ten years is due to improved methods of detection, which have allowed accurate identification of the viruses responsible for these outbreaks. The most utilised methods are Electron Microscopy (E.M) and Reverse Transcription Polymerase Chain Reaction (RT-PCR). RT-PCR is the preferred method as it is rapid and very sensitive; however, it relies heavily on precise primer design which can be problematic due to the high level of genetic variability between NoV strains. Human NoV can be divided into three Genogroups GI, GII and GIV which can be further subdivided into 8, 17 and 1 genotypes respectively based on VP1 sequences [6] .
The use of a broadly reactive primer pairs allows accurate detection of NoV, however typing the strain of NoV responsible for an outbreak still relies heavily on sequencing, which can be time consuming
In this study, we describe a real-time RT-PCR assay based on SYBR Green chemistry utilising a broadly reactive pair of primers for both GI and GII NoV based on the highly conserved ORF1-ORF2 junction. A reverse line blot hybridisation assay was developed within this ORF1-ORF2 junction by designing 25 genotype specific probes to allow rapid detection and typing of an outbreak. This method was used to detect and genotype virus present in the stools of patients suffering from gastroenteritis in two outbreaks which occurred in Irish Hospitals in 2005 and 2006.
Results

Development and validation of a SYBR green based RealTime RT-PCR assay for NoV
Two degenerate reverse primers G1NVR and G2NVR (Table 1) were designed based on multiple alignments of 30 Genogroup I sequences and 120 Genogroup II sequences. The sequences were 400 bp segments of the ORF1-ORF2 junction (region 5288-5665 nts Southampton and region 5005-5387 nts Lordsdale). These primers were combined with previously published primers designed by Kageyama et al., 2003 [7] to detect human NoV.
Two separate Real-time RT-PCR assays were designed based on SYBR green chemistry for GI and GII NoV. This assay utilised a fluorescence acquisition step at 85°C for GI and 84°C for GII to melt primer dimers thus ensuring only amplified product was detected. Standard curves were created in triplicate using serial dilutions of plasmids containing GI/2 and GII/4 PCR products corresponding to Southampton virus and Oxford B2S16. Detection levels of these plasmid molecules were 10 7 to 10 1 for GI and 5 × 10 7 to 5 × 10 1 for GII (Fig. 1A and Fig. 2A ). Melting curve analysis identified positive samples by large peaks at 90°C and ~88°C respectively for GI and GII NoV (Fig.  1C and Fig. 2C) . A stool panel containing 5 genotypes of GI NoV and 9 genotypes of GII NoV was obtained from external laboratories (Table 2 ). This stool panel was applied to the Lightcycler assay and all the genotypes were detectable.
Detection and quantification of human NoV by Real-Time RT-PCR 56 samples were taken from two outbreaks of NoV in two Irish hospitals in 2005 and 2006. These samples were applied to the GII NoV real-time assay and 26 samples were detected as positive for GII NoV. Samples negative for GII NoV were applied to the GI assay and were also found to be negative for GI NoV. Samples were quantified using the plasmid standard curve. Design of oligonucleotide probes for development of reverse line probe hybridization assay Twenty-five oligonucleotide probes were designed within the region of the COG1F-G1NVR and COG2F-G2NVR PCR products. Design was based on a annealing temperature of at least 60°C and a minimum of 3 mismatches between the probe and the other genotypes. All the probes were submitted to BLASTn program National Centre for Biotechnology Information to verify specificity. A probe was designed for each genotype within GI (1-8) and GII (1-17) NoV classified according to Zheng et al., 2006 [6] . The GII/11 probe was excluded from the membrane as this genotype has only been associated with porcine NoV.
Probes were covalently bound to a negatively charged nylon membrane and the membrane was rotated 90° horizontally. Denatured PCR products of all 14 positive samples in the NoV panel were annealed to the membrane giving specific binding i.e. single dots were observed for all respective probes with the exception of probe GII/2 which binds both GII/2 and GII/6 (Fig. 3) . 
Genotyping of NoV positive samples
Discussion
The reverse primers designed in this study were combined with the forward primers designed by Kageyama et al., 2003 [7] to create a conventional RT-PCR assay for human NoV. These primer pairs compared favourably (data not shown) with three previously published RT-PCR assays [7] [8] [9] . A Real-Time SYBR green RT-PCR assay was then developed based on the primer pairs to detect and quantify both GI and GII NoV in the Irish population. The chemistry of SYBR green allows non-specific products such as primer dimers to yield a fluorescent signal. This was overcome by incorporating a fluorescent read step at 85°C for the GI assay and 84°C for the GII assay. This adjustment means that only NoV RT-PCR product is measured by the Real-Time thermocycler.
The assay demonstrated good sensitivity, detecting from 10 7 to 10 1 molecules of plasmid DNA for GI NoV and 5 × 10 7 to 5 × 10 1 for GII NoV. The R 2 values for both standard curves were 1.00 with a slope of -3.5 and -3.7 respectively for GI and GII NoV (Fig. 1B and Fig. 2B ). Melting curve analysis showed a positive peak at ~90°C and 88°C for GI and GII NoV. The broad reactivity of the assay was validated using a panel of stool samples collected containing 5 GI and 9 GII NoV genotypes. The GI based NoV assay detected all five of the different genotypes of GI stool panel (GI/1, GI/2, GI/3, GI/4 and GI/6) and showed no cross reactivity with any of the GII NoV. The GII assay detected all 9 Genotypes of the Genogroup II stool panel (GII/2, GII/3, GII/4, GII/6, GII/8, GII/10, GII/12, GII/16, GII/17) and showed no cross reactivity with GI NoV.
It was not possible to obtain all of the NoV genotypes to validate the assay described. GI/5, GI/7 and GI/8 were not available for Genogroup I and GII/1, GII/5, GII/7, GII/9, GII/13, GII/14, GII/15 were not available for Genogroup II. However, the fact that a large range of the genotypes were successfully amplified i.e. GI/1 to GI/6 and GII/2 to GII/17, coupled with the evidence based on multiple alignments of current sequence data available for NoV (data not shown) indicates that the RT-PCR assay CCT CCC TTT GGA ACC AGT TGC described here would be appropriate as a broad range detection method for NoV infection.
The real-time assay was used to detect and quantify the presence of 26 NoV positive samples from 56 samples obtained from two Irish hospitals. The average titre of virus per gram of stool was found to be 1.02 × 10 9 molecules with the range of titre running from 2.67 × 10 6 per gram of stool to 7.53 × 10 9 molecules per gram of stool. These high levels are consistent with numbers reported in other studies of NoV levels in stools [7, 10] .
The basis of this quantification was on assumption of 100% RT efficiency. This method allows a calculation of the minimum amount of NoV present based on cDNA values. Ideally quantification of an RNA virus involves the use of an RNA standard. However, RNA standards are not very stable, thus making standard curve construction difficult. It is more practical to use plasmids for the construction of an external standard curve. A recommendation to this problem would be the generation of an armoured RNA control for both GI and GII NoV similar to those available for Hepatitis C [11] .
The genotyping of positive NoV obtained from outbreaks is usually performed by direct sequencing of the PCR products, a time consuming process. A first generation line-probe assay was created for genotyping NoV based on the highly conserved ORF1-ORF2 region. The primer pair described in this paper contains sufficient sequence variability between the primer binding sites to allow the design of specific probes for each genotype. The assay was validated using the stool panel of 14 different NoV genotypes. It was found that at an annealing temperature of 57°C, both the GI and GII probes bound specifically to their genotypes present in the panel with the exception of GII/ 2 which also binds GII/6 (Fig. 3) . Analysis of multiple sequences of GII/2 revealed that it was not possible to design a probe which would not bind GII/6. Therefore, it is not possible using this assay to differentiate GII/2 and GII/6 in an unknown sample.
No cross reactivity was observed between the probes GI/5, GI/7, GI/8 GII/1, GII/5, GII/7, GII/9, GII/13, GII/14, GII/ 15 with the genotypes present in the stool panel (Fig. 3) . The lack of cross reactivity allows these probes to be left on the membrane and as they are designed to anneal to PCR products at the same temperature as the validated probes they should detect their corresponding genotypes in unknown samples.
Applying this assay to the 14 positives from the 2005 outbreak and the 12 positives from the 2006 outbreak ( Fig.  4A and 4B ) detected by Real-time RT-PCR revealed that all 26 of the samples were genotype GII/4. This result was confirmed by sequencing of the RT-PCR products. The predominance of the GII/4 genotype is consistent with previous sequence analysis of Irish NoV isolates [12, 13] and with that of other NoV circulating globally [14] [15] [16] [17] .
This paper describes both a rapid, sensitive and broadly reactive method for detecting and genotyping Human NoV. As the same sets of primers are used for both assays the combination of both methods greatly speeds up ascertaining when a NoV outbreak is occurring and which strain is responsible. A SYBR green mastermix containing a proof reading enzyme would again speed up the typing process as this would allow the RT-PCR products to be applied directly to the membrane by allowing biotin primers to be used in the initial detection of NoV. Assays like these have been developed for Human papillomavrius [18] . The genotyping assay would also be useful for investigating outbreaks associated with water or oysters as it would allow typing of possible mixed infections which may occur due to the nature of both these contaminants. Future development of this assay would involve developing a disposable Line-probe assay based on these probes similar to those commercially available combined with automation to further improve the timeframe for genotyping a NoV infection.
Conclusion
A real time RT-PCR assay and a RLBH assay were developed and utilised to identify and genotype the causative agent of two gastroenteritis outbreaks in two Irish hospitals. The amount of Nov present in infected stool samples was estimated and the strain of NoV responsible for all positive cases was genotyped as the GII/4 variant. Primer and probe design A multiple alignment was performed using the MEGA-LIGN programme (DNASTAR). Thirty sequences of GI and 120 sequences of GII were aligned using this program. COG1F and COG2F primers described by [7] were chosen as forward primers for GI and GII assays respectively. Two reverse primers were designed based on these alignments and denoted G1NVR and G2NVR (Table 1) .
Methods
Clinical specimens
Eight oligonucleotide probes were designed for the detection of GI NoV and 17 probes were designed for the detection of GII NoV. The probes were designed based on the criteria that they were at least 20 nucleotides in length and that they had a Tm of at least 60°C. The probes were 5' hexylamine labelled (Operon, Germany).
Extraction of viral RNA
Stools were diluted in a 10% (w/v) Modified Eagles Medium (Gibco). The suspension was centrifuged at 10000 rpm for 10 min and 200 µl supernatant was applied to the High Pure Viral nucleic extraction kit (Roche). The extracted RNA was DNAse treated using RNAse free DNAse (Ambion).
Reverse Transcription (RT)
RT was performed using a Superscript II Reverse transcriptase kit (Invitrogen™) to a final volume of 20 µl. 10 µl of extracted RNA and 1 µl of 75 pmole random hexamers (Roche) are added to a 0.5 ml PCR reaction tube, mixed and heated to 95°C for 3 min. A master-mix was prepared according to the manufacturer's instructions and incubated as directed.
Detection of Norovirus
NoV was detected by a Lightcycler assay (Roche Applied Science) designed in our laboratory based on the COG1F-GINVR or COG2F-G2NVR primers (Table 1) . Quantitative RT-PCR was performed using the LightCycler ® Fast-Start DNA Master SYBR Green I (Roche). A final reaction volume of 20 µl containing 0.5 µl of cDNA, 2 µl of SYBR green Mastermix, 2.8 µl of 25 mM MgCl 2 (3.5 mM), 1 µl of each primer (0.6 µM) and 12.7 µl of PCR grade water. The reaction was performed using GI primers with a denaturation step of 94°C for 8 min followed by 40 cycles at 94°C for 10 s, 45°C for 10 s 72°C for 15 s and a fluorescent read step of 85°C for 15 s to melt primer dimers.
The reaction was performed using GII primers with a denaturation step of 94°C for 8 min followed by 45 cycles of 94°C for 5 s, 52°C for 10 s, 72°C for 17 s and a fluorescent read step of 84°C for 10 s to melt primer dimers. For the creation of standard curves, 2 µl containing dilutions of 10 7 to 10 1 molecules of GI/2 plasmid or 5 × 10 7 to 5 × 10 1 molecules of GII/4 plasmid DNA were added to the reaction tubes. All reactions were run with negative controls and subjected to melting curve analysis.
Biotinylated RT-PCR
Biotinylated reverse primers G1NVR and G2NVR synthesized by MWG Biotech (Ebersberg, Germany) were used in the following RT-PCR assay at a final volume of 50 µl. The reaction contained 4 µl of cDNA from the RT reaction, 5 µl of 10× PCR Buffer, 1.5 mM MgCl 2 , 1 µl of 10 mM each of dATP, dCTP, dGTP, and dTTP per reaction, 1 µM each of primers and 2.5 units of Platinum Taq polymerase (Invitrogen) was performed on a MJ PTC-200 thermocycler (MJ research). The reaction was performed for GI with a denaturation step at 94°C for 3 min, followed by 40 cycles at 94°C for 1 min, 45°C for 1 min, 68°C for 1 min and a final extension at 68°C for 7 min. The PCR for GII was a denaturation at 94°C for 3 min, followed by 40 cycles at 94°C for 30 s, 48°C for 30 s, 72°C for 1 min and a final extension at 72°C for 7 min. The PCR products were separated on a 2% agarose gel and visualized by ethidium bromide staining. The PCR products for Genogroup I and Genogroup II were 387 bp and 378 bp in length, respectively.
Reverse Line Blot Hybridization
Twenty-five oligonucleotide probes each corresponding to a GI or GII genotype (Table 2) Cologne, Germany). The oligonucleotides were covalently bound to a negatively charged nylon membrane (Biodyne C; Pall Biosupport, Portsmouth, Cambridge, United Kingdom) by this 5' hexylamino group. Briefly, the carboxyl groups on the membrane were activated by incubation for 10 min in 16% (w/v) 1-ethyl-3-(3-dimethylaminopropyl) carbodimide (EDAC) (Sigma). The membrane was washed with tap water and placed in a miniblotter system (MN45; Immunetics, Cambridge, Massachusetts). The slots were filled in parallel with 150 µl of each of the 5'-hexylamine-labeled oligonucleotides at a final concentration of 1 µM diluted in freshly prepared 0.5 M NaHCO3 [pH 8.4] and after 1 min of incubation at room temperature, the excess solution was aspirated and the membrane was removed from the miniblotter. The remaining active esters on the membrane were hydrolyzed by incubation in 0.1 M NaOH for 8 min at room temperature and rinsed in water. The membrane was washed twice for 5 min at 60°C in 2 × SSPE (Sigma) with 0.1% sodium dodecylsulfate (SDS) (BDH, Poole, United Kingdom). The membrane was used immediately or washed for 15 min in 20 mM EDTA and stored sealed in plastic at 4°C.
Prior to use in hybridization, the membrane was washed for 5 min in 2 × SSPE-0.1% SDS, placed in the miniblotter. The membrane was rotated so that the probes were perpendicular to the previous position. 15 µl of each PCR product in 135 µl of 2 × SSPE-0.1% SDS was denatured by heating to 99°C for 10 min and chilled on ice. The slots were then filled with 150 µl of PCR product and incubated for 60 min at 57°C in a hybridization oven. After hybridization, unbound PCR product was removed by washing twice with prewarmed 2 × SSPE-0.5% SDS at 60°C for 10 min. The membrane was then incubated at 42°C in 10 ml of 1:2000 dilution of streptavidin-peroxidase conjugate (Roche) in prewarmed 2 × SSPE buffer for 1 hr. Unbound streptavidin-conjugate was removed by washing twice with 2 × SSPE-0.5% SDS at 42°C for 10 min. lastly the membrane was washed twice with 2 × SSPE at room temperature for 5 min to remove SDS.
The bound PCR products were detected by a chemiluminescence assay using ECL detection liquid (Roche) and visualized by exposure of the blot for 10 min to 3 hrs to an X-ray film (Hyperfilm; Amersham). For repeated use, the membranes were stripped twice in 1% SDS at 80°C for 30 min and incubated for 15 min at room temperature in 20 mM EDTA solution, the membranes were sealed and stored at 4°C until further use.
